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Abstract 

Recent  research  indicates  that  cracked  arsine  produces  a  better  source 
of  As  than  the  conventional  solid  sources  for  the  MBE  growth  of  quality 
semiconductors.  Further  investigation  into  this  topic  was  the  problem  of 
this  thesis.  A  Varlan  360  MBE  system  with  conventional  furnaces  was 
modified  for  use  with  arsine.  An  arsine  handling  system  and  two 
different  cracking  furnaces  using  commercially  available  resources  were 
constructed.  The  first  furnace  constructed  was  a  bulbous  design  with 
Internal  baffles  for  insuring  longer  furnace  dwell  times  for  the  arsine 
molecules.  The  second  design  used  a  helical  quartz  tube,  approximately 
20  Inches  long,  inside  a  tantalum  furnace.  Several  samples  were  grown 
using  each  cracking  furnace.  Preliminary  results  indicate  an 
unsuspected  cracking  mechanism  is  responsible  for  earlier  successes; 
perhaps  the  primary  cracking  mechanism  is  not  pyrolytic  but  photolytic 
or  catalytic. 


I.  Introduction 


Molecular  beam  epitaxy  (MBE)  Is  a  process  by  which  multilayer 
semiconductor  crystals  are  grown  under  ultrahigh  vacuum  (UHV)  con¬ 
ditions.  Successive  epitaxial  layers  or  thin  films  (mainly  III-V  com¬ 
pounds)  are  deposited  on  a,  semiconductor  substrate  by  controlling  the 
direction  and  flux  of  one  or  more  thermal  molecular  beams.  State-of- 
-the-art  MBE  processes  allow  for  precise  control  of  molecular  fluxes  and 

therefore,  layer  thickness  and  dopant  concentrations.  Vacuum  conditions 
-9  -12 

(10  to  10  Torr)  insure  atomically  clean  surfaces  are  maintained 
throughout  the  growth  period.  And  since  the  atomic  and  molecular 
effusion  can  be  switched  on  or  off  by  means  of  a  shutter,  rapid  changes 
of  beam  species  can  be  realized,  and  excellent  control  of  crystal 
stoichiometry  can  be  achieved  by  careful  adjustment  of  specie  beam  flux. 

Practical  applications  for  MBE-grown  crystals  are  numerous. 

Possible  uses  include  very  high  speed  integrated  circuits  (VHSIC's), 
IMPATT  diodes,  varactors,  Schottky  barrier  FET's,  optical  waveguides, 
high  speed  (in  the  pico-second  range)  switches,  negative  affinity 
photocathodes,  solid  state  injection  and  diode  lasers,  very  large  scale 
Integrated  circuits  (VLSIC's),  etc.  See  Table  I.  MBE's  most  signifi¬ 
cant  applications  are  those  in  which  it  is  critically  important  that 
crystalline  layers  are  ultrathin  or  have  sharp  doping  profile  varia¬ 
tions,  as  well  as  extremely  sharp  heterojunction  interfaces  in 
semlconcuctor  layers. 

The  Increasing  demand  in  electronic  technology  for  thin  layer, 
extremely  high  electron  mobility  devices  with  carefully  controlled 
doping  profiles  makes  the  MBE  process  one  of  intense  interest. 


Historical  Background 

The  history  of  the  MBE  process  shows  It  to  be  essentially  a  refine¬ 
ment  of  earlier  evaporation  growth  techniques  first  described  by  Guen¬ 
ther  (Ref  1,2).  Guenther's  so-called  three-temperature  method  used  two 
evaporating  sources  and  a  substrate,  each  at  a  different  temperature. 

The  Introduction  of  elemental  beams  and  UHV  conditions  by  Arthur  and 
Lepore  and  extensive  refinements  by  Cho  provide  the  basis  for  today's 
MBE  systems  (Ref  3,4).  In  1968,  in  a  simple  quartz-pyrex  vacuum  system, 
John  Davey  and  Titus  Pankey  of  the  Naval  Research  Laboratory  (NRL)  were 
the  first  to  grow  gallium  arsenide  (GaAs)  by  MBE,  (Ref  5).  The  main 
difference  between  MBE  and  Guenther's  three- temperature  technique  Is, 
that  in  MBE,  the  sources  are  focused  molecular  or  atomic  beams  whose 


fluxes  can  be  carefully  controlled. 

When  compared  with  vapor  phase  epitaxy  (VPE),  the  MBE  process  is 
still  unable  to  achieve  the  high  mobilities  common  to  VPE,  but  continued 
Improvements  in  this  area  seem  certain.  The  basic  approach  to  vapor 
phase  epitaxial  growth  of  GaAs  is  to  pass  arsenic  trichloride  over  a  hot 
gallium  boat  using  hydrogen  as  a  propellant  gas.  This  is  why  it  is 
sometimes  called  the  "hot  wall"  growth  technique.  The  resultant  chemi¬ 
cal  reaction  favors  gallium  arsenide  with  only  a  small  variation  in  the 
gallium  to  arsenic  ratio;  in  other  words,  the  stoichiometry  of  the 
crystal  can  not  be  adjusted  as  Is  possible  in  MBE.  Because  of  the 
chemical  reaction  Involved,  VPE  provides  no  convenient  means  for  the 
growth  of  ternary  and  quarternary  crystals.  VPE  is,  however,  one  of  the 
most  reliable  and  widely  used  methods  of  growing  relatively  thick 
semiconductor  crystals. 
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Yet  another  method  of  growing  GaAs  Is  a  process  called  metal 
organic  chemical  vapor  deposition  (MOCVD)  or  alkyl  chemical  vapor 
deposition.  This  method  employs  trimethyl -gal Hum,  (CH^Ga,  or 
triethyl-gallium,  (CHj-C^JjGa,  reacting  with  a  gaseous  mixture  of 
5%  arsine  (AsH^),  and  952  hydrogen.  This  reaction  produces  GaAs  on 
the  cool  walls  of  the  growth  chamber,  thus  MOCVD  Is  known  also  as  a 
"cold  wall"  growth  technique. 

MOCVD  offers  some  of  the  advantages  of  MBEt  such  as  uniformity  of 
crystal  growth,  control  of  crystal  stoichiometry,  possible  use  for 
growing  ternary  and  quarternary  compound  crystals,  etc.  However,  it 
also  shares  the  disadvantage  of  lower  electron  mobilities,  when  compared 
with  crystal  samples  grown  by  vapor  phase  epitaxy.  MOCVD  crystals  have 
also  a  major  disadvantage  when  compared  to  crystals  grown  by  the  MBE 
process;  namely,  MOCVD  crystals  show  high  carbon  contamination  levels. 
Although  carbon  contamination  is  a  problem  in  MBE,  1-t  is  not  nearly  as 
severe  as  In  alkyl  crystal  growth.  This  is  true  because  the  only 
possible  source  of  carbon  contamination  In  the  ultra  high  vacuum  system 
of  the  MBE  process,  (unless  graphite  crucibles  are  used  )  Is  residual 
carbon  In  compound  with  other  elements  In  the  MBE  growth  chamber.  These 
contaminants  can  be  Inadvertently  captured  during  growth  of  the  crystal, 
a  fact  which  can  seriously  degrade  the  quality  of  the  semiconductor.  In 
the  MOCVD  process,  however,  carbon  In  compound  with  hydrogen  Is  an 
active  participant  in  the  chemical  reaction.  Therefore,  carbon 
contamination  Is  more  prevalent. 

Among  the  most  commonly  grown  crystals  using  the  MBE  method  are 
multilayered  crystals  known  as  superlattices.  A  typical  example  Is  thin 
aluminum-gall lum-arsenlde  layers  with  alternating  layers  of  gallium 
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arsenide  (AIGaAs/GaAs),  where  the  layer  thicknesses  are  typically  In  the 
range  of  a  few  hundred  to  a  few  thousand  angstroms. 

Historically,  GaAs  crystals  and  AIGaAs/GaAs  superlattices  have  been 
grown  by  MBE  using  solid  arsenic  sources.  Recent  studies  show  however, 
that  the  use  of  arsine  (AsH^)  as  the  arsenic  source  offers  further 
Improvements  in  the  purity-and  electrical  character  of  the  GaAs  crystals 
(Ref  6).  Using  gaseous  AsHj,  separated  Into  its  constituent  parts  by 
means  of  a  cracking  furnace  in  the  UHV  chamber,  Calawa  and  his  associ¬ 
ates  have  produced  GaAs  layers  of  higher  purity  and  electron  mobility 
than  any  previous  samples  grown  by  MBE  using  solid  arsenic  (Ref  7). 

The  reasons  for  the  Improved  purity  and  electron  mobility  are  not 
fully  understood,  but  it  Is  believed  that  the  As2  and  As^  polymers 
formed  when  using  solid  arsenic  are  not  as  conducive  to  high  quality 
growth  as  is  the  Asj  which  results  from  cracking  AsH y  It  is  also 
unclear  exactly  what  role  the  liberated  hydrogen  plays  in  the 
enhancement  of  crystal  quality,  but  it  seems  to  exhibit  a  positive 
Influence  as  a  reducing  agent  for  other  Impurities. 

Statement  of  the  Problem 

The  central  problem  of  this  thesis  Is  to  further  study  the  use  of 
arsine  gas  Instead  of  solid  arsenic  in  growing  gallium  arsenide  crystals 
by  MBE.  In  as  much  as  possible,  during  the  short  time  over  which  this 
study  extends,  advantages  and  disadvantages  erf  using  arsine  have  been 
Investigated.  Some  of  the  disadvantages  immediately  present  themselves. 
Since  arsine  is  an  extremely  poisonous  gas,  extra  precautions  such  as 
the  use  of  portable  breathing  units  and  an  all -welded  stainless  steel 
construction  have  been  necessary  to  Insure  the  gas  is  handled  safely 
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during  all  phases  of  the  project.  Extra  equipment  was  required  to 
transform  the  arsine  in  a  precisely  controlled  amount  from  the  liquid 
state  In  which  It  is  provided  in  a  pressure  tank,  first  to  a  gaseous 
molecular  state  and  then  to  a  cracked  atomic  state  in  which  it  is  useful 
In  the  MBE  chamber,  (see  Chapter  III).  Expected  advantages  are  higher 
purity  crystals  with  Increased  electron  mobility,  and  thus  enhanced 
capabilities  for  semiconductor  devices. 


II.  Theoretical  Considerations 


The  scope  of  this  study  could  not  possibly  deal  with  the  fundamen¬ 
tal  physics  that  are  pertinent  to  the  field  of  crystal  growth  and 
characterization.  Nor  does  time  or  space  permit  the  In-depth  treatment 
of  any  one  of  the  myriad  subjects  relating  to  MBE  growth.  It  Is  left 
then,  to  briefly  Introduce  In  this  chapter  some  of  the  subject  matter  of 
primary  Importance. 

In  this  chapter  we  will  briefly  describe  Knudsen  cell  effusion  as 
It  relates  to  the  use  of  solid  sources  In  the  MBE  system.  Appendix  A 
shows  some  data  which  Is  pertinent  to  Knudsen  cell  effusion  In  growing 
GaAs.  This  chapter  will  also  serve  to  Introduce  band  theory  and  to 
Illustrate  the  band  structure  of  GaAs  In  the  region  of  the  zone-center 
of  the  first  Brlllouln  zone.  Two  other  Important  aspects  of  crystal 
growth,  sticking  coefficients  and  lattice  matching,  will  be  briefly 
outlined  as  well. 

The  second  portion  of  this  chapter  will  be  devoted  to  a  brief 
description  of  the  In  situ  analysis  of  the  as-grown  epitaxy,  i.e.  Auger 
electron  spectroscopy  (AES)  and  mass  spectrometry.  Although,  they  are 
by  no  means  the  only  methods  used  to  evaluate  the  crystal  while  It  Is 
still  under  the  UHV  of  the  growth  chamber,  they  represent  two  of  the 
most  widely  used  In  situ  analysis  techniques. 

The  third  and  final  thrust  of  this  chapter  will  be  In  the  area  of 
crystal  characterization.  Hall-Effect  measurements,  capacitance-voltage 
(C-V)  profiling,  and  photoluminescence  will  be  summarized. 
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Knudsen  Cell  Effusion 

An  expression  for  the  number  of  molecules  per  unit  time  that  will 
strike  a  unit  area  of  a  container  can  be  derived  from  fundamental 
considerations  in  gaseous  thermo-dynamics  (Ref  8).  Also  the  related 
question  of  how  many  molecules  per  unit  time  will  escape  through  a  small 
orifice  In  the  container,*  is  generally  approached  in  this  manner.  This 
derivation  then,  will  give  us  an  approximate  expression  for  the  flux  of 
molecules  impinging  on  a  substrate  from  a  Knudsen  cell  oven. 

We  first  consider  an  element  of  area  dA  on  the  wall  of  the  contain¬ 
er  and  ask  how  many  molecules  will  strike  this  area  in  time  dt?  We  can 
see  that  those  molecules  whose  velocity  Is  between  v  and  v  +  dv  and 
whose  direction  with  respect  to  the  normal  of  the  area  is  e  will  move  a 
distance  vdt  in  time  dt.  And  if  we  only  consider  those  moving  toward 
dA,  then  we  can  see  that  only  the  molecules  inside  this  infinitesimal 
cylinder  of  volume  dA  vdt  cose  will  strike  the  wall  in  time  dt. 
Molecules  outside  this  cylinder  will  not. 

If  f(v)  is  the  distribution  function  for  the  molecules  inside  the 
cylinder,  then  the  number  of  molecules  per  unit  volume  in  this  velocity 
range  is  f(v)d  v.  Thus,  the  number  of  molecules  in  this  volume  which 
strike  the  wall  is  [dA  vdt  cos e  ][f(v)d^v].  We  now  divide  this  by 
dAdt  and  obtain  the  flux,  ,  the  number  of  molecules  with  velocity 
between  v  and  v  +  dv  that  strike  a  unit  area,  which  is  given  by 

*(v)d^v  *  d^v  f(v)  cos  e  (1) 

Now,  if  we  sum  over  all  speeds  between  zero  and  infinity  and  over 
all  angles  from  zero  to  2*,  (we  must  do  this  twice  since  azimuthal 
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angles  must  also  be  considered)  we  will  have  the  total  number  of  mole¬ 
cules  which  strike  the  unit  area  In  unit  time,  $Q.  Changing  to  spheri 
cal  coordinates  and  performing  the  Integration  we  get 


*0  *  it  /*f(v)v^dv 


(2) 


Expressing  this  In  terms  of  the  mean  speed  of  the  molecules,  v,  and 

dVc 

since  v_ua  =  [4ir/n]/t  ffvjv^dv,  we  arrive  at 

qVc 


inv 


ave 


(3) 


Now,  since  the  equation  of  state  gives  us  p  *  nkT  or  n  *  p/kT,  and  since 

the  mean  speed  Is  given  by  v.Utt  =  [8kTAm]*,  we  can  combine  these 

ave 

results  with  equation  (3)  to  yield 


*0  ■  p/[2irmkT]* 


(4) 


which  Is  the  basic  equation  used  for  calculating  the  flux  from  a  Knudsen 

-2  -1 

cell  oven.  The  units  here  are  molecules  cm  sec  ,  p  and  T  are  the 
average  pressure  and  temperature  Inside  the  cell,  m  is  the  mass  of  the 
effusing  species,  and  k  Is  Boltzmann's  constant. 

It  Is  Important  to  note  the  conditions  under  which  true  effusion 
takes  place  as  opposed  to  hydrodynamic  flow.  The  condition  which  must 
be  met  Is  that  the  diameter  of  the  orifice,  D,  must  be  small  enough  so 
that  there  Is  no  appreciable  effect  on  the  equilibrium  of  the  gas  Inside 
the  chamber.  In  general,  the  dimensions  of  the  cell  must  be  small 
compared  to  the  mean  free  path  of  the  gas  molecules.  In  particular,  the 
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diameter  of  the  cell  aperture,  0,  must  be  small  compared  to  the  mean 
free  path,  x.  Of  course.  In  the  UHV  of  the  MBE  chamber,  the  mean  free 
path  of  a  molecule  In  a  Knudsen  cell  Increases  greatly,  so  D  may  be 
Increased  without  disturbing  the  conditions  for  effusion,  (Ref  8).  For 
example,  at  ordinary  effusion  pressures  In  an  MBE  system  (10‘®  to  10~7 
Torr)  the  mean  free  path<is  more  than  a  meter  long. 

If  equation  (4)  is  modified  to  account  for  the  distance  from  the 
effusing  source  to  the  substrate,  L,  and  the  area  of  the  aperture,  a,  it 
becomes, 

2  4  2 

a  pa/frrL  (2umkT)5]  molecules/cm  sec  (5) 

Because  a  large  mass  transfer  rate  is  needed,  it  is,  in  practice. 
Inconvenient  to  use  true  Knudsen  cells.  It  has  been  repeatedly  demon¬ 
strated,  however,  that  the  crucibles  used  in  the  MBE  system  described  in 
Chapter  III,  do  approximate  Knudsen  cell  effusion,  and  practical  rates 
of  mass  transfer  required  for  crystal  growth  can  be  achieved. 


The  Energy  Bands  of  GaAs  and  AIGaAs 

The  general  approach  to  understanding  electronic  motion  in  a 
crystal  is  to  solve  the  Schroedinger  equation  for  a  single  electron  in  a 
one  dimensional  periodic  potential  (Ref  9).  The  solutions  then  take  the 
form  of  Bloch  functions  (Ref  10,11).  It  is  from  this  treatment  that  the 
well-known  energy  bands  of  a  crystalline  lattice  and  the  energy  levels 
due  to  impurities  evolve.  The  band  structure  of  a  given  semiconductor 
Is  of  great  importance  when  studying  the  optical  and  electrical 
characteristics  of  the  material.  Figure  2-1  shows  a  typical  energy,  E, 


versus  wave  vector,  k,  diagram  for  the  region  near  the  center  of  the 
first  Brlllouln  zone  for  GaAs.  For  AlGaAs  structures,  up  to  concen¬ 


trations  of  A1  ^Ga  gAs,  the  band  diagram  is  only  slightly  changed  from 
that  shown  In  Figure  2-1.  As  the  concentration  of  aluminum  is  Increased 
above  .4  levels,  the  semiconductor  goes  from  a  direct  gap  material  to  an 
Indirect  gap  semiconductor,  l.e.  the  gap  increses  faster  at  the  gamma 
point  than  It  does  at  the  L  point.  Figures  2-2  and  2-3  are  a  schematic 
representation  of  a  modulation  doped  AlGaAs  superlattice,  and  its 
conduction  band  edge  diagram  respectively.  Table  II  summarizes  some  of 
the  Important  characteristics  of  GaAs,  Si,  and  Ge  for  purposes  of 
contrast  and  comparison  (Ref  12). 

Sticking  Coefficients 

Growth  on  the  substrate  Is  determined  to  a  large  extent  by  the 

sticking  coefficients  or  surface  lifetimes  for  the  molecules  in  the  beam 

flux.  To  some  extent  this  is  also  true  of  the  impurities  in  the  MBE 

system.  For  an  assumed  sticking  coefficient  of  unity,  Calawa  estimated 

that  for  the  highest  growth  rates,  (3-10  Angstroms/sec)  a  vapor  pressure 
-15 

of  10  Torr  would  be  required  to  keep  unwanted  impurities  at  a  level 

of  101  /cnr  (Ref  13).  This  means,  at  a  vapor  pressure  in  the 
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10  Torr  range,  impurity  gases  strike  the  surface  at  about  10 

times  the  gallium  flux  (Ref  13). 

For  growth  of  the  desired  species  it  was  first  estimated  that  the 
adsorption  and  desorption  or  lifetime  of  Ga  atoms  is  characterized  by 
the  constant  t,  which  is  related  to  the  temperature  T  by: 

t  -  2.5  x  10‘15  exp[2.61±.17eV/kT]  with  Ga  on  [111]  (6) 


Energy  Bands  of  GaAs  a 
Eg-1.5196  eV, 


t  K=0  (Zincblende  Cubic) 
Deltaso=0.34  eV 


Figure  2-1  Band  Structure  of  GaAs 
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Figure  2-2  Schematic  Representation  of  Modulation  Doped  AlGaAs/GaAs 


Figure  2-3  The  Conduction  Band  Edge  Diagram  of  AlGaAs/GaAs 


3 


NIC  PROPERTIES  OF 


o  o 


oo  sr 

•  o 

M  • 
*-t 


o  o 


4  o 
o  • 
•  « 


o  o 

m  oo 
«*>  «♦ 


§  g 

o\  as 
<n 


8  *  8 

6  «  U 

o  £  « 

■H  O  *•* 

U  O  f> 

O  O  O  l_ 

3  B  B 

•’j  a)  no 

B  <H  B  ^ 

On  *H  *H 
O  >  MB 


M 

w  a 

a  a 

Tt  O 

M 

w  a 
non 
o  n  «h 

■H  H  O 

o  n  .c 


where  t  Is  the  average  time  the  gallium  atoms  stay  on  the  substrate  (Ref 
14).  Below  750°K  (477°C)  the  Ga  sticking  coefficient  was  found  to  be 
unity.  When  the  Asg  species  were  studied,  it  was  found  that  at 
temperatures  above  500°K  (227°C)  measurable  sticking  only  occurred  in 
the  presence  of  excess  gallium  atoms  on  the  substrate  surface.  The 
conclusion  reached  was  thfet  arsenic  could  only  be  adsorbed  on  the  GaAs 
substrate  if  it  reacts  with  gallium  atoms.  So,  for  stoichiometric 
growth  it  is  necessary  and  sufficient  to  apply  an  excess  of  arsenic.  We 
see  then  that  the  growth  rate  is  determined  solely  by  the  Group  V 
element,  Ga  (Ref  3).  The  commonly  used  ratios  of  As  to  Ga  using  solid 
arsenic  sources  are  on  the  order  of  ten  to  one. 


Lattice  Hatching 

In  the  growth  of  an  epitaxial  layer  on  a  substrate,  it  is  important 
that  the  lattice  constants  of  adjoining  layers  be  well  matched.  This  is 
true  also  for  multiple  epitaxial  layers  such  as  A^Ga^As/GaAs.  If 
the  lattice  constants  of  adjoining  layers  are  not  closely  matched, 
dislocations  or  other  defects  and  Imperfections  will  occur  at  the 
Interfaces  and  in  the  as -grown  epitaxy.  These  defects  can  then  lead  to 
optical  scattering  and  unwanted  electron-hole  recombination  (Ref  15). 
Lattice  mismatch  may  also  be  responsible  for  the  rapid  degradation  in 
the  operation  of  certain  heterostructure  devices.  This  is  especially 
true  In  optical  semiconductor  devices,  such  as  hetero junction  lasers  and 
light  emitting  diodes  (Ref  16).  Figure  2-4  illustrates  the  lattice 
constant  and  band  gap  for  some  group  III-V  compounds. 


LATTICE  CONSTANT  (A) 


In  Situ  Analysis 

One  of  the  distinct  advantages  the  MBE  process  has  over  the  more 
traditional  methods  of  crystal  growth  is  the  extent  to  which  the  sample 
can  be  analyzed  in  the  UHV  growth  environment.  Numerous  techniques  are 
used  to  analyze  the  sample  in  situ.  They  include:  1)  Auger  Electron 
Spectroscopy,  (AES);  2)  Low-Energy  Electron  Diffraction,  (LEED);  3) 
Reflection  Electron  Diffraction,  (RED);  4)  Mass  Spectroscopy;  5)  Secon¬ 
dary  Ion  Mass  Spectroscopy,  (SIMS);  6)  Reflection  High  Energy  Electron 
Diffraction,  (RHEED);  and  7)  Ellipsometry  measurements.  Of  these 
techniques  only  AES  with  cylindrical  mirror  analyzer  (CMA)  optics  and  a 
mass  spectrometer  were  available  in  the  MBE  system  described  in  this 


paper. 

Auger  Electron  Spectroscopy.  AES  is  a  method  of  substrate  or 
epitaxial  surface  analysis.  It  uses  secondary  electrons  -emitted  by  * 
surface  which  was  bombarded  by  a  primary  electron  beam  of  l-9KeV  energy 
to  determine  the  chemical  composition  of  the  first  few  layers  of  atoms 
on  the  surface.  The  primary  electron  beam  ionizes  a  core  level  of  a 
surface  atom.  This  Ionized  atom  may  then  decay  to  a  lower  energy  state 
via  an  electronic  rearrangement  which  leaves  the  core  atom  doubly 
Ionized.  The  energy  of  the  ejected  Auger  electron  represents  the 
difference  between  these  two  energy  states,  and  is  characteristic  of  the 
parent  atom.  Provided  the  ejected  Auger  electron  is  near  the  surface  it 
escapes  from  the  surface  with  little  or  no  loss  of  energy.  In  this  way 
the  composition  of  the  surface  can  be  determined  with  relative  preci¬ 
sion.  Thus  AES  is  of  great  importance  in  analyzing  substrates  before 
and  after  the  MBE  growth.  The  Auger  spectrum  Is  the  differentiated 
energy  distribution  function,  dN(E)/dE.  Its  ability  to  properly  detect 
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a  given  element  depends  on  the  possible  presence  of  other  Interfering 
elements,  the  distribution  and  depth  of  the  element  on  the  surface,  the 
electron  beam  energy,  etc.  AES  Is  clearly  not  greatly  useful  in  detect¬ 
ing  deep  Impurity  levels  or  bulk  dopant  concentrations  (Ref  17);  but  It 
Is  a  very  sensitive  surface  analytical  tool  capable  of  detecting  single 
monolayers  of  adsorbed  atoms  on  the  surface  of  a  semiconductor  or  metal. 

Hass  Spectroscopy.  Although  the  quadrupole  mass  analyzer  was  the 
primary  instrument  used  in  analyzing  the  gases  extant  in  the  UHV  of  the 
HBE  system,  several  important  factors  about  its  use  must  be  considered 
(Ref  18). 

1)  Since  the  quadrupole  mass  analyzer  operates  by  ionizing  an  atom 
or  molecule  and  measuring  Its  mass  to  charge  ratio,  it  does  a  certain 
amount  of  cracking  itself.  Therefore  this  additional  cracking  must  be 
considered  when  interpreting  data  concerning  the  efficiency  of  a  crack¬ 
ing  furnace  installed  In  the  system. 

2)  Since  different  molecules  have  different  electron  configurations 
In  their  outer  shells,  the  probability  that  a  thermal  electron  will 
remove  an  electron  (or  electrons)  Is  different  for  each  molecule.  This 
Is  known  as  the  ionization  coefficient.  In  general,  a  molecule's 
Ionization  coefficient  Is  proportional  to  the  number  of  electrons  In  the 
molecule. 

3)  The  mass  filter  transmission  coefficient  for  a  molecule  is  a 
measure  of  a  molecule's  likelihood  of  being  able  to  pass  through  the 
mass  analyzer's  filter.  Lighter  molecules  pass  through  this  filter  more 
easily  than  heavier  ones  and  therefore  they  are  more  easily  detected. 

For  example,  Asg  is  only  50%  as  likely  to  be  detected  as  a  lighter 
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molecule  like  ^0;  and  It  (Asg)  Is  fifty  times  more  likely  to  be  detect¬ 
ed  than  As^. 

4)  The  electron  multiplier  gain  Is,  In  general,  proportional  to  the 
Inverse  square  root  of  the  mass,  so  this  factor,  too,  must  be  reckoned 
with  when  computing  partial  pressures,  etc. 

Each  particular  species  of  gas  has  Its  own  particular  fragmentation 
or  cracking  pattern.  Unfortunately,  not  very  much  Is  known  about  the 
cracking  patterns  of  arsine  (Ref  19).  Other  caveats  for  using  the 
quadrupole  mass  analyzer  Include  other  unknowns  such  as:  reactions 
produced  by  the  hot  filament.  Ion-molecule  Interactions,  gas  accumu¬ 
lation  or  trapping  rates,  etc. 

The  basic  sensitivity,  SQ,  of  the  mass  analyzer  used  was  given  by 
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the  factory  as  1.5  x  10  amps/Torr.  When  using  the  Faraday  cup  the 
partial  pressure,  pp  in  Torr  can  be  calculated  from  the  following: 

pp  3  Faraday  cup  current/  Sg  (7) 

In  general,  the  partial  pressure  for  any  mass  number,  m.  Is  determined 
using  the  following  formula: 

PP  -  [EMC/(Sg  x  EMG)]m  (8) 

where  EMC  Is  the  electron  multiplier  current  and  EMG  Is  the  electron 
multiplier  gain.  For  further  accuracy,  corrections  for  Sg,  gain, 
background,  and  transmission  are  necessary  (Ref  20). 


Characterization  Techniques  Although  there  are  numerous  techniques 
for  the  characterization  of  semiconductor  growth,  only  three  will  be 
briefly  discussed:  Hall-Effect  Measurements,  C-V  profiling,  and 
Photol umi nescence . 

Hall -Effect  Measurements.  In  the  absence  of  an  applied  field 
electrons  move  about  In  the  semiconductor  with  a  random  drift  velocity 
due  to  the  collisions  of  thermal  heating.  This  results,  however,  in  no 
net  displacement  of  the  electrons  over  long  periods  because  the  drift  is 
purely  random.  If  an  electric  field  Is  applied,  a  new,  nonrandom 
velocity  is  superimposed  on  the  thermal  motion  of  the  carriers  in  the 
sample.  This  drift  velocity,  v^^,  will  cause  the  electrons  to  move 
In  a  direction  opposite  the  applied  field,  E^.  In  a  similar  manner,  an 
applied  magnetic  field  changes  the  drift  velocity  of  the  electrons  in 
the  sample.  The  combined  effects  of  applied  electric  and  magnetic 
fields,  together  with  thermal  gradients  give  rise  to  the  so-called 
galvanomagnetic  effects.  The  most  Important  of  the  galvanomagnetic 
effects  is  the  Hall  effect. 

When  current  flows  in  a  semiconductor  in  the  x-dl recti on,  and  a 

magnetic  field  is  applied  in  the  z-dlrectlon,  an  electric  field  is 

produced  in  the  y-dlrection.  See  Figure  2-4.  An  electron  then,  moving 

with  velocity  v  ,  experiences  a  downward  Lorentz  force,  F  .  But,  in 
a  y 

equilibrium  there  can  be  no  net  forces  acting  on  the  electron;  so  as  a 
result,  an  excess  of  electrons  builds  up  at  the  right  side  of  the  sample 
until  their  Induced  electric  field  balances  the  Lorentz  force,  i.e. 

Fy»0.  It  Is  this  Induced  field  measurement  In  a  given  magnetic  field 
that  is  of  primary  importance  in  Hall  measurements. 
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Vg  (Measured  under  open-circuit  conditions  by  potentiometer) 


In  the  case  where  the  conductivity  of  the  sample  is  dominated  by 
only  one  type  of  carrier  then  a  simple  Hall-Effect  analysis  is  suffi¬ 
cient.  The  appropriate  equations  are  well  known,  and  give  results  for 
the  mobility  of  the  carriers,  their  concentration,  and  the  dopant  type, 
l.e.,  p  or  n.  See  Appendix  B. 

C-V  Profiling.  Capacitance-Voltage  profiling  is  a  technique 
whereby  the  variation  of  capacitance  with  applied  voltage  is  used  to 
provide  information  about  the  semiconductor  such  as:  the  type  of  semi¬ 
conductor  (p  or  n),  and  the  depth  and  the  number  of  carriers  in  the 
sample. 

Capacitance  per  unit  area  can  be  defined  as  C=dQ/dV,  where  dQ  is 

the  Incremental  change  In  charge  for  an  incremental  change  in  voltage 

dV.  In  a  given  semiconductor  with  an  arbitrary  impurity  distribution, 

any  change  In  the  voltage  applied  will  cause  a  corresponding  change  in 

the  measured  charge  and  In  the  capacitance.  This  change  in  capacitance 

can  be  related  to  a  change  in  the  width,  W,  of  the  depletion  region  of 

the  semiconductor.  OKe/W  ,  where  K  is  the  dielectric  constant  of  the 
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semiconductor  and  e  Is  the  permittivity  of  free  space,  8.86  x  10  f/cm 
■  55.4  e/vp  ,  (Ref  21). 

Photo! umi nescence .  An  optically-excited  semiconductor  emits 
radiation  called  photoluminescence.  It  arises  principally  from  the 
recombination  of  electrons  and  holes  bound  to  the  acceptors  or  donors  of 
the  crystal.  There  are  five  main  types  of  recombination  radiation 
observed:  1)  free  electrons  recombining  with  bound  holes;  2)  free  holes 
with  bound  electrons;  3)  bound  electrons  with  bound  holes;  4)  the  recom¬ 
bination  of  electron-hole  pairs  called  exitons;  and  5)  the  recombination 
of  exiton  complexes  which  are  free  exitons  bound  to  impurities  or 


defects.  Other  recombinations  do.  In  fact,  occur  but  their 
photolumlnescent  spectra  are  so  weak,  they  are  often  neglected. 

At  very  low  temperatures  each  impurity  in  the  semiconductor  sample 
has  Its  own  characteristic  photolumlnescent  "fingerprint".  Not  only  is 
It  possible  to  accurately  identify  the  impurity  in  question,  but  a 
wealth  of  additional  information  about  the  impurity  as  well,  such  as  its 
charge  state  and  position  in  the  lattice,  etc.  (Ref  22). 
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III.  Equipment 


This  chapter  will  first  describe.  In  general,  the  MBE  equipment 
which  comprises  the  Varlan  360  MBE  system.  Next,  In  a  separate  section, 
those  portions  of  the  system  which  deal  with  handling  arsine  from  Its 
liquified  state  in  the  meta>1  cylinder  to  the  cracking  furnace  inside  the 
UHV  chamber  will  be  described  In  detail. 

The  Varlan  MBE-360  System 

The  Varlan  MBE-360  system  has  five  subsystems:  vacuum  system, 
source  configuration,  substrate  handling,  epitaxy  control,  and  surface 
analytical  Instrumentation  (Ref  23). 

Vacuum  System.  The  vacuum  pumps  and  chambers  of  the  MBE  360  system 
were  designed  not  only  to  be  capable  of  producing  ultra  high  vacuum 
conditions  but  also  to  be  non-contaminating  and  to  be  compatible  with 
the  reactive  materials  used  in  the  growth  process. 

The  vacuum  chamber  is  a  series  of  Interconnecting  stainless  steel 
cylinders  of  various  diameters,  either  welded,  using  tungsten  inert  gas 
welds,  or  connected  together  by  means  of  bakeable  flange  gaskets.  The 
primary  chamber,  where  the  MBE  growth  takes  place,  is  an  18"  diameter 
cylinder  (bell  jar)  Into  which  the  sample  Is  brought  by  means  of  a 
laterally-located  load  lock  and  positioned  by  an  overhead  sample 
manipulator  or  carousel.  It  also  Includes  ports  for  the  following:  1) 
Growth  sources,  eight  separate  molecular  beam  oven  positions  equally 
spaced  In  an  array  opposite  the  sample  holder,  such  that  the  nozzle  of 
each  molecular  beam  source  Is  brought  to  focus  on  the  substrate  holder; 
2)  Auger  analyzer  and  electron  gun;  3)  Depth  profiling  Ion  gun;  4) 


Substrate  cleaning  gun;  5)  UTI  quadrapole  mass  spectrometer;  6)  Several 
viewports;  and  7)  various  other  feed-throughs  for  pressure  measurements 
etc.  See  Figure  3-1. 

The  entire  system.  Including  the  load  lock,  can  be  rough  pumped  to 
less  than  ten  (10)  microns  of  mercury  by  three  cryogenlcally-cooled 
molecular  sieve  adsorption. pumps.  The  load  lock  can  also  be  rough 
pumped  separately  by  one  or  more  of  these  pumps.  The  use  of  adsorption 
pumps  for  this  task  eliminates  any  possible  contamination  of  the  system 
by  oils  and  organic  lubricants  used  in  mechanical  pumps.  These  molecu¬ 
lar  sieve  pumps  can  be  renewed  by  bakeout  and  by  replacement  of  the 
molecular  sieve  beads  Inside  the  pumps. 

The  main  pumping  module  lies  In  a  cabinet  below  the  growth  chamber 
and  contains  a  titanium  ball  sublimation  pump  (2000  liters/sec) 
surrounded  by  a  water-cooled  shroud.  It  is  ported  to  a  triode  Vaclon 
pump  rated  at  400  liters/sec  for  nitrogen  and  84  liters/sec  for  argon. 
This  pump  Is  independently  valved  for  isolation  during  conditions  when 
the  main  chambers  are  at  pressures  that  may  be  damaging  to  the  Vaclon 
pump.  The  main  Vaclon  and  sublimation  pumps  are  also  augmented  by  a 
large  liquid  nitrogen  (LNg)  cryogenic  pump,  located  above  the 
sublimation  pump,  which  has  a  pumping  rate  of  4000  liters/sec.  These 
pumps  serve  to  hold  down  system  pressure  during  MBE  deposition. 

A  second  smaller  Vaclon  pump  Is  located  In  the  lock  between  two, 
eight-inch  vlton-sealed  swing  valves  to  aid  rapid  pump-down  of  the  load 
lock  area  after  Introducing  or  removing  a  sample  at  the  load  lock  hatch. 

Both  the  primary  or  growth  chamber  and  the  main  pumping  module, 
together  with  the  load  lock  and  all  associated  valves  and  equipment  can 
be  baked  to  250°C  for  degassing.  This  helps  to  lower  the  background 


contamination  In  the  system.  During  bake-out,  clamshell  bake  shrouds 
are  placed  over  the  primary  chamber  and  the  load  lock.  Heating  Is 
provided  by  non-magnetlc  strip  heaters,  mounted  on  the  Interior  walls  of 
the  clamshell  bake  shrouds  and  controlled  by  Fenwall  bi-metal  switches. 

Vacuum  Instrumentation  and  control  are  provided  by  multiple  Vaclon 
pump  control  units,  a  Ti-ball  control  unit  and  timer,  three  (one  with  a 
dual  filament)  Ion  gauges  with  control  units,  and  a  thermocouple  pres¬ 
sure  gauge.  These  controls  together  with  the  bakeout  control  unit  are 
mounted  on  an  equipment  rack  In  proximity  with  the  MBE  vacuum  system 
controls. 

Source  Configuration.  Source  charges  of  high  purity  arsenic 
(99.99992  pure),  gallium  (99.999992  pure),  aluminum  (for  growing  AIGaAs) 
and  silicon  (for  doping)  are  placed  In  pyrolytic  boron  nitrate  (PBN) 
crucibles  inside  the  Knudsen-cell  cylindrical  tantalum  ovens  at  the 
eight  ports  of  the  source  flange.  See  Figure  3-2.  The  source  flange 
Includes  source  shutters  for  precise  on  and  off  control  of  the  source 
••beam  and  a  cooling  shroud  for  LN^  cooling  of  each  source  position. 
Thermocouples  attached  to  each  oven  act  in  conjunction  with  the  oven's 
power  Input  terminals  to  maintain  a  preset  temperature  (±1°C)  chosen  by 
the  operator  and  dialed  In  at  the  Eurotherm  heater  control  units  mounted 
on  the  equipment  rack.  Control  of  the  crucible  temperature  to  within  ±1 
degree  maintains  a  given  gallium  flux  to  within  two  (2)  percent,  (Ref 
24). 

•  Substrate  Handling.  The  substrate  handling  system  consists  of  a 
load  lock  with  transfer  boom,  sample  manipulator  or  carousel,  and  sample 
heating  control.  The  transfer  boom,  on  the  end  of  which  the  sample 
holder  Is  mounted  by  means  of  a  spring-loaded  clip  arrangement,  moves 
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the  sample  from  the  load  lock  hatch  to  the  carousel,  and  thus  to  the 
growth  chamber  of  the  MBE  system  by  "leans  of  moving  a  long  rod  (transfer 
boom)  within  a  long  hollow  stainless  steel  tube.  This  Is  done  by 
sliding  a  magnetic  sleeve,  which  is  mounted  externally  on  the  hollow 
tube,  toward  the  MBE  growth  chamber.  The  magnetic  sleeve  is  magnetical¬ 
ly  locked  to  the  end  of  the  transfer  boom  opposite  the  sample  holder 
mount.  The  magnetic  sleeve  also  provides  a  means  by  which  the  sample  is 
transferred  to  and  locked  Into  position  on  the  sample  manipulator  in  the 
growth  chamber.  When  the  sample  holder  is  correctly  positioned  directly 
In  front  of  the  substrate  heater  on  the  carousel,  rotation  of  the 
magnetic  sleeve  rotates  the  transfer  boom  and  locks  the  sample  holder 
Into  position  on  the  carousel.  Samples  are  withdrawn  from  the  growth 
chamber  to  the  load  lock  hatch  by  reversing  this  process. 

The  carousel  Incorporates  two  substrate  heating  positions,  an  ion 
gauge  for  monitoring  the  beam  flux  and  a  Faraday  cup-.  It  can  be  rotated 
via  a  bellows  connection  by  external  controls,  mounted  atop  the  growth 
chamber,  through  360°,  and  can  be  manipulated  in  the  x,  y,  and  z  planes. 
This  allows  for  precise  positioning  of  the  sample  for  growth,  loading 
and  unloading,  and  in  situ  analysis.  The  fact -that  the  beam  flux 
monitor  Is  also  positioned  on  the  carousel  allows  for  accurate  measure¬ 
ment  of  the  beam  flux. 

Epitaxy  Control.  In  addition  to  measuring  and  controlling  source 
and  substrate  temperatures,  which  Is  done  using  thermocouples  and 
resistance  windings,  a  means  of  controlling  the  molecular  beam  flux  is 
needed.  This  Is  provided,  primarily,  by  the  beam  flux  monitor,  which  Is 
mounted  on  the  coursel  on  the  same  elevation  as  the  substrate  holder, 
and  In  addition,  by  a  quadrupole  mass  specrometer,  in  our  case  a  UTI 
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100C  precision  gas  analyzer,  (PGA) .  See  Chapter  II.  The  Ionization 
chamber  of  the  PGA  Is  located  directly  below  the  the  beam  focus  in  the 
growth  chamber.  The  PGA's  control  unit  and  oscilloscope  monitor  are 
mounted  on  the  equipment  rack  and  provide  another  means  of  calibrating 
the  flux  from  each  independently  shuttered  source.  The  mass 
spectrometer  covers  an  atortiic  weight  range  from  1  to  approximately  305, 
which  makes  analysis  and  identification  of  elements  and  polymers  of  high 
atomic  weights  possible.  This  is  especially  important  when  attempting 
to  analyze  the  products  of  the  arsine  cracking  furnace. 

Surface  Analytical  Instrumentation.  One  of  the  most  important 
aspects  of  experimental  investigation  of  MBE  growth  is  in  situ  analysis. 
This  important  subject  is  discussed  in  general  more  fully  in  chapter  II. 
The  configuration  of  the  equipment  used  for  this  thesis  restricted  in 
situ  analysis  to  Auger  spectroscopy  and  use  of  the  PGA. 

Arsine  Handling  System 

The  construction  of  a  system  to  safely  handle  a  highly  toxic  gas, 
while  not  complex,  required  careful  consideration  of  the  following 
areas:  I)  Arsine  manifold  design  and  construction;  2)  Flow  control;  3) 
Arsine  purging  and  clearing;  4)  Arsine  monitoring  and  emergency  proce¬ 
dures;  and  5)  Arsine  cracking. 

Arsine  Manifold  Design  and  Construction.  In  as  far  as  possible, 
the  arsine  manifold  was  built  as  an  extension  of  the  UHV  growth  chamber. 
This  choice  was  made  to  eliminate  possible  contaminants  from  entering 
the  system  and  for  safety  reasons.  Therefore  the  material  chosen  for 
the  construction  of  the  manifold  was  high  purity  stainless  steel.  Each 
fitting  and  each  valve  is  also  constructed  of  stainless  steel.  The 
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valves  used  are  Nupro  model  SS-4H-TH3,  bakeable,  bellows  valves  with 
seats  of  different  alloys  of  stainless  steel,  (these  valves  were  welded 
and  hermetically  sealed  by  the  manufacturer).  Each  joint  was  either 
welded  or  made  by  using  precision  machined  Conflat  flanges  with  copper 
gaskets.  The  only  exceptions  are  the  joints  made  at  the  mass  flow 
controller  and  at  the  pressure  regulator;  here  Swage-lok  fittings  join 
Inputs  and  outputs  to  the  manifold. 

Before  welding  and  assembly,  each  piece  of  tubing,  each  valve,  each 

fitting,  and  each  flange  was  thoroughly  cleaned  in  hot  trichloroethylene 

for  10-20  minutes,  rinsed  in  acetone,  rinsed  in  an  alconox  ultrasonic 

bath,  flushed  with  18  megohm  deionized  water,  and  blown  dry  with  oil- 

-free  nitrogen.  The  pieces  of  tubing  were  then  cut  to  the  proper 

length,  bent  as  required  and  again  cleaned  as  described  above.  After 

welding  and  partial  assembly  of  the  manifold,  each  partially  assembled 

piece  was  again  cleaned  by  a  trichloroethylene  flush.  Final  cleaning 

was  done  after  complete  assembly  by  baking  the  entire  manifold  under  and 

extended  flush/purge  with  ultra  pure  hydrogen.  The  fully  assembled 

arsine  manifold.  Including  the  mass  flow  controller  and  the  bleed  line 

(which  was  temporarily  welded  shut  at  the  far  end)  was  vacuum  tested  to 
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pressures  less  than  10  Torr. 

The  bulk  of  the  arsine  manifold  including  the  flow  control  valve, 
bypass  valve,  vacuum  roughing  valve,  source  valves,  hydrogen  purge 
valve,  arsine  regulator,  and  the  bottled  arsine  are  contained  in  a 
secondary  containment  box  (SCB).  The  SCB  is  constructed  of  t  inch  thick 
plexiglass  and  Is  virtually  air  tight.  It  is  vented  through  the  ceiling 
and  to  the  roof  where  a  blower  system  keeps  the  entire  apparatus  under 
constant  negative  pressure  (flow  rate  *  approximately  1000  linear 
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feet/min,).  To  prevent  possible  damage  to  the  SCB  during  bakeout,  the 
portion  of  the  arsine  manifold  which  is  inside  the  SCB  is  mounted  on  a  I 
Inch  thick  asbestos-fiber  board.  This  mounting  board  is  in  turn  mounted 
on  three,  2-inch  spacers  which  are  fastened  to  the  rear  of  the  SCB. 

Flow  Control.  The  arsine  manifold  (see  Figure  3-3)  not  only 
directs  the  arsine  from  the  source  in  the  SCB  to  the  arsine  cracking 
furnace,  but  it  also  incorporates  the  means  to  regulate  the  arsine  flow 
rate.  This  is  done  first  by  the  pressure  regulator,  and  again  by  the 
mass  flow  controller  in  the  SCB. 

The  arsine  regulator  is  a  stainless  steel  Matheson  series  3500 
pressure  regulator  model  3501N,  specifically  designed  to  handle  AsH^  or 
phosphine.  A  Pressure  regulator  will  maintain  a  constant  flow  rate 
provided  downstream  pressure  doesn't  change;  a  flow  controller  maintains 
constant  flow  regardless  of  downstream  pressure.  The  electronic  mass 
flow  controller  read-out  is  a  Tylan  R0-20A,  4  channel  unit,  where  each 
channel  has  a  different  range.  Used  was  channel  1,  with  a  range  of  2.00 
standard  liters  per  minute,  (SLPM).  The  mass  flow  controller  valve  is  a 
Model  FC-260,  rated  at  20  standard  cubic  centimeters  per  minute,  (SCCM), 
for  hydrogen.  The  proper  conversion  factor  here  for  arsine  is  .66, 
which  corrects  for  the  mass  and  thermal  conductivity  difference  between 
hydrogen  and  arsine.  So,  at  flow  readings  of  1.50  SLPM,  the  actual 
arsine  flow  was  approximately  ten  (10)  SCCM  (Ref  25). 

The  third  and  most  important  means  of  flow  control  is  the  Varian 
model  951-5106  variable  leak  valve,  which  is  bolted  onto  the  cracking 
furnace  through  a  Conflat  flange  with  a  copper  gasket,  (see  Figure 
3-4).  The  precise  flow  control,  which  is  very  essential  to  uniform 
crystal  growth,  is  obtained  in  the  leak  valve  by  moving  an  optically 


flat  sapphire  plug  relative  to  Its  gold  seat.  Precise  pressure  control 
Is  achieved  by  observing  readings  on  the  vacuum  gauges  In  the  system 
(Ref  26). 


To  calibrate  the  leak  valve  to  a  zero  leak  condition,  helium  was 
Introduced  Into  the  arsine  manifold  while  scanning  the  spectrum  for 
helium  with  the  UTI  precision  gas  analyzer  (PGA).  The  knobs  of  the  fine 
drive  screw  on  the  variable  leak  valve  were  set  and  locked  at  the 
position  where  helium  was  no  longer  detected  by  the  PGA. 

Arsine  Purging  and  Clearing.  To  Insure  that  the  arsine  manifold  is 
not  subjected  to  atmospheric  contaminants  backstreaming  through  the 
bleed  line  after  shut  down,  and  to  rid  the  manifold  of  unused  arsine 
trapped  In  the  line  at  the  end  of  a  growth  run,  the  manifold  is  purged 
with  high  purity  hydrogen.  At  the  conclusion  of  a  run,  the  leak  valve 
Is  closed  and  compressed  hydrogen  passes  through  a  Matheson,  model  8361, 
palladium  diffusion  cell  type  hydrogen  purifier  and  into  the  arsine 
manifold  through  the  hydrogen  purge  line  and  valve.  After  the  entire 
arsine  manifold  and  bleed  line  have  been  purged,  the  bleed  valve  and  the 
purge  valves  are  closed.  This  high  purity  hydrogen  Is  then  pumped  from 
the  manifold  by  a  mechanical  vacuum  pump.  To  prevent  oil  contaminants 
from  backstreaming  from  the  mechanical  pump  into  the  arsine  manifold,  a 
liquid  nitrogen  cold  trap  Is  plumbed  Into  the  system  between  the  arsine 
manifold  and  the  pump.  The  pump  Is  also  vented  to  the  roof.  This 
Insures  that  In  the  remote  possibility  that  arsine  should  find  Its  wey 
Into  the  mechanical  pump.  It  will  not  be  vented  In  the  work  area.  The 
mechanical  pump  Is  used  to  pump  the  hydrogen  from  the  manifold  In 
preference  to  the  main  Vaclon  pump  of  the  MBE  system,  because  Ion  pumps 
do  not  pump  hydrogen  efficiently  or  quickly. 


Arsine  Monitoring  and  Emergency  Procedures.  A  Matheson  model  8040 
arsine/phosphine  monitor  is  Installed  In  the  system  to  detect  any 
presence  of  arsine  in  the  room  or  inside  the  SCB.  A  three-way  valve, 
mounted  on  the  SCB,  is  connected  to  the  monitor's  gas  inlet  and  filter. 
This  valve  is  then  used  to  sample  air  inside  the  SCB  or  room  air. 
Extensions  on  the  valve  facilitate  the  use  of  rubber  tubing  of  any 
desired  length  to  sample  air  from  anywhere  In  the  room  or  SCB,  and 
around  each  joint  and  section  of  the  arsine  manifold. 

The  arsine  monitor  was  calibrated  using  a  model  8041  calibrator 
prior  to  use.  This  required  measuring  the  monitor's  response  time  to 
known  concentrations  of  arsine.  For  each  of  four  known  concentrations, 
three  response  times  were  recorded  and  averaged.  These  average  times 
were  then  compared  against  expected  response  times  as  given  by  the 
manufacturer.  See  Appendix  C.  For  safety,  the  arsine  monitor  was  set 
to  detect  a  minimum  of  0.3  parts/million  AsH^  in  approximately  ZOO 
seconds. 

Detailed  emergency  procedures  for  the  use  of  arsine  were  developed 
and  practiced  before  the  arsine  was  actually  connected  to  the  system. 
These  procedures  include  safety  measures  for  the  routine  turn-on  and 
turn-off  of  the  arsine  supply,  as  well  as  procedures  for  handling 
emergency  situations  such  as  an  arsine  alarm.  Both  routine  and  emergen¬ 
cy  procedures  require  the  extensive  use  of  Scott-AI r-Pak  portable 
breathing  units,  (PBU's).  See  Appendix  D. 

Arsine  Cracking.  After  passing  through  the  variable  leak  valve, 
arsine  flows  through  another  Conflat  joint  and  then  through  a  stainless 
steel  feedport  welded  between  the  Conflat  joint  and  a  ring  flange,  which 
Is  In  turn,  mated  to  a  conventional  Knudsen-cell  oven  flange.  Welded  to 
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the  feedport  on  the  inside  is  a  i  inch  stainless  steel  bellows  which 
makes  a  right  angle  at  the  center  axis  of  the  ring  flange  and  is  ceram¬ 
ically-sealed  to  a  pyrex  extension  approximately  two  inches  long.  The 
small  stainless  steel  bellows,  its  ceramic  seal  and  pyrex  extension, 
called  flexible  glass-end  tubing,  are  commercially  available  under  the 
brand  name  Cajon,  model  G321-4-GX-2. 

The  end  of  the  pyrex  glass  tubing  is  then  joined  by  a  graded  seal 
to  a  high-purity,  spectrosil  quartz  cracking  chamber,  which  is  fitted 
down  the  center  of  the  cylindrical  tantalum  heating  elements  of  a 
modified  Varian  M8E  source  furnace.  Two  different  cracking  chambers 
were  constructed.  The  first  chamber  to  be  used  was  a  bulbous  3/4  inch 
diameter  quartz  tube  with  tapered  ends.  See  Figure  3-5a.  Three  equally 
spaced  quartz  baffle  plates  inside  the  tube  Insure  more  complete 
cracking  of  the  gas  by  increasing  the  mean  time  each  molecule  spends  in 
the  cracking  chamber.  The  second  cracking  chamber  to  be  designed  was  a 
20*  long,  3/16  Inch  diameter  high-quality,  spectrosil  quartz  tube  wound 
Into  a  helix  so  that  Its  total  length  matched  the  total  length  of  the 
hot  zone  In  the  tantalum  furnace  (approximately  6.5  Inches).  See  Figure 
3-5b. 

Modification  of  the  Varian  MBE  source  furnace  required  removal  of 
the  following  Items,  (see  Figures  3-6  &  3-7):  1)  the  furnace  thermo¬ 
couple,  2)  the  tantalum  disc  of  the  furnace  thermocouple  assembly,  3) 
the  crucible,  4).  the  furnace's  rear  heat  shield,  and  6)  the  center 
thermocouple  support  column,  (not  shown  In  Figure  3-7).  The  molybdenum 
standoffs  and  power  feedthroughs  were  extended  by  0.75  Inches  (this  was 
the  length  added  by  the  ring  flange)  using  the  molybdenum  standoffs  from 
a  used  arsenic  furnace  as  source  material.  The  thermocouples  were 
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Figure  3-5a  Arsine  Cracking  Furnace  (Bulbous) 


Figure  3-5b  Arsine  Cracking  Furnace  (Helical) 


3-6  Photograph  of  Cracking  Furnaces 
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Figure  3-7  Knudsen  Cell  Oven  (Solid  Source) 


replaced  by  re-designed  tungsten  rhenium  (W/26%  Re,  W/5%  Re)  thermo¬ 
couples,  extending  down  to  mid-length  of  the  cracking  furnace.  In  the 
case  of  the  bulbous  cracking  chamber  the  thermocouple  was  placed  In  a 
shallow  trough  made  In  the  chamber  between  the  cracking  chamber  and  the 
tantalum  furnace.  In  the  second  case,  the  thermocouple  was  fitted  In  a 
small  quartz  tube  fastened  onto  the  Inside  wall  of  the  helix.  To 
prevent  possible  crystal  contamination  from  the  tungsten  or  rhenium,  the 
thermocouple  tube  was  closed  off  at  the  far  end. 

Careful  assembly  of  the  AsH^  cracking  furnace,  allowed  replace¬ 
ment  of  the  rear  heat  shields  (after  their  centers  were  removed).  This 
was  not  done  In  the  first  design  and  may  have  contributed  to  the  devitrifi 
cation  of  the  graded  seal  and  eventual  failure  of  the  cracking  furnace. 

Although  It  Is  clear  that  neither  cracking  chamber  closely  approxi¬ 
mates  a  true  Knudsen  cell,  (a  condition  which  is  not  required),  in  each 
case  a  careful  design  of  the  effusing  end  of  the  cracking  furnace 
allowed  for  a  concentrated,  well  directed  beam,  focused  at  the  sub¬ 
strate.  The  bulbous  furnace  was  built  with  a  circular  effusing  end, 
similar  to  a  crucible.  The  helical  furnace  ends  in  a  one-and-one-half 
inch  long  straight  section  of  quartz  tubing,  located  at  the  axial  center 
of  the  furnace,  and  extending  through  a  front  heat  shield  at  the  front 
of  the  furnace. 


IV.  PROCEDURES  AND  RESULTS 
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Procedures 

Substrate  Preparation.  One  of  the  most  important  aspects  of 
quality  semiconductor  growth  is  the  proper  cleaning  and  handling  of  the 
crystal  substrate,  this  is  particularly  true  for  MBE  growth.  This  is 
true  because  MBE  lacks  the  convenient  in  situ  etch-back  of  other  tech¬ 
niques  (LPE  and  VPE)  which  can  uniformly  remove  surface  impurities  (1-3 
microns)  due  to  handling. 

Although  ion  sputtering  was  used  extensively  in  early  MBE  work  for 
substrate  cleaning  inside  the  UHV  chamber,  it  has  largely  been  abandoned 
In  more  recent  work  due  to  the  great  number  of  unknowns  about  its 
possible  side  effects,  most  notably,  the  surface  damage  it  causes.  More 
work  needs  to  be  done  in  this  area. 

The  substrates  used  in  this  work  were  all  commercially-prepared, 
chromium-doped  GaAs  crystals,  whose  [100]  faces  were  cut  and  polished 
before  receipt  in  the  laboratory.  Each  sample  was  carefully  cleaned  in 
a  bath  of  hot/cold  trichloroethylene  (10  minutes-hot,  10  minutes-cold) 
and  rinsed  thoroughly  with  acetone  and  18  megohm  deionized  water  before 
etching.  Pre-etch  cleaning  then  included  a  10  minute  ultra-sonic  bath 
In  alconox,  and  again  a  thorough  flush  with  deionized  water.  With  the 
substrate  sample  still  wet  from  flushing,  it  was  carefully  immersed, 
face-side  up.  In  a  cold  solution  of  3-parts  sulfuric  acid,  1-part 
deionized  water,  and  1-part  hydrogen  peroxide.  This  was  followed  by  yet 
another  flush  with  d.1.  water  and  a  thorough  blow-drying  using  contami¬ 
nant-free  helium. 
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Normally,  as  soon  as  a  sample  was  cleaned.  It  was  transferred  to 
the  clean  area  for  mounting  on  the  substrate  holder;  two  exceptions  were 
samples  194  and  195,  which  were  first  “buffered"  with  a  3-micron  thick 
layer  of  GaAs  deposited  by  means  of  VPE.  The  mounting  of  the  sample  was 
done  by  carefully  wetting  the  back  of  the  sample  with  melted  indium 
(99.999%  pure)  and  placing  it  carefully  and  firmly  on  the  polished 
molybdenum  substrate  holder  (which  had  been  previously  cleaned  in  the 
manner  described  above  without  the  etch).  The  indium  insures  uniform 
heating  of  the  sample  and  keeps  it  firmly  in  position  by  surface  tension 
adhesion.  The  sample  was  also  fastened  in  the  6  o'clock  position  by  a 
ledge,  which  extended  slightly  over  the  edge  of  the  sample.  The  ledge 
was  screwed  into  place  using  a  molybdenum  screw,  which  also  held  a 
growth-step  indicator,  which  shadowed  a  small  area  of  the  sample  during 
deposition  and  provided  an  accurate  means  of  determining  the  thickness 
of  the  growth.  The  ledge,  the  screw,  and  the  growthrstep  indicator  had 
all  been  cleaned  as  described  above. 

Prior  to  mounting  the  sample  on  the  transfer  boom  as  described  in 
chapter  III,  It  is  necessary  to  "vent"  the  load  lock  area  with  dried 
argon;  this  minimizes  possible  contamination  of  the  load-lock.  When  the 
sample  has  been  mounted  on  the  transfer  boom,  and  the  load-lock  area  has 
been  pumped  down  to  near  UHV  conditions,  the  sample  is  then  transferred 
to  the  carousel. 

Establishing  the  Parameters  for  Growth.  Before  any  surface  deposi¬ 
tion  could  begin  it  was  obligatory  to  calibrate  the  arsine  cracking 
furnace.  This  proved  to  be  a  difficult,  ti.oe-consuming  task.  First, 
under  conditions  approximating  expected  optimum  growth,  careful  measure¬ 
ments  of  flux  and  chamber  vacuum  were  noted.  Then,  using  the  PGA, 


comparative  readings  for  ASj,  AsH^,  AsHg,  and  uncracked  AsH^  were 
recorded.  This  was  done  both  before  establishing  a  flow  of  arsine 

through  the  furnace  and  after.  Vacuum  conditions  were  set  at  approxl- 
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mately  1  x  10  Torr,  background,  and  slightly  lower  (4.0  x  10"  )  for  an 

arsine  flow  rate  of  10  SCCM,  (See  chapter  III).  The  leak  valve  was  set 

approximately  two  turns  from  fully  closed.  Next,  keeping  the  above 

parameters  constant,  the  temperature  of  the  AsH^  cracking  furnace  was 

Increased  over  the  range  300°-1000°C.  The  percentages  of  each  cracked 

constituent  are  are  plotted  in  Figure  4-la.  Figure  4-lb  shows  the 

relationship  between  the  partial  pressures  and  temperature.  Figures 

4-2  and  4-3  show  a  comparison  between  the  PGA  oscilloscope  traces  for 

cracked  and  uncracked  arsine  respectively,  for  the  bulbous  cracking 

furnace  first  constructed. 

The  helix  furnace  proved  more  difficult.  For,  while  the  two 
furnaces  behaved  In  a  very  similar  manner  at  low  mass  flow  rates  through 
the  leak  valve,  at  high  rates  of  flow,  the  cracking  ceased  entirely,  or 
at  least  was  no  longer  perceptible  under  the  restrictions  of  accuracy 
placed  on  us  by  the  mass  spectrometer,  (See  Chapter  II).  This  problem 
was  likely  to  have  been  present  in  the  bulbous  furnace  as  well,  but  was 
not  Investigated  due  to  devitrification  of  the  furnace's  graded-seal  and 
Its  subsequent  replacement. 

Results 

Samples  193,  194  and  195.  Using  the  bulbous  cracking  furnace,  and 
based  on  Calawa's  results  (Ref  6)  and  the  preliminary,  at  times,  seem- 
Ingly-lnconsistent  results  we  were  able  to  achieve,—  MBE  sample  193  was 
grown  on  a  prepared  Materials  Research  Center  substrate,  oriented  3° 


*-*-  Jfer  .  .V  *  -  * 
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TEMPERRTURE  IN  DEGREES  C 


Figure  4-lb  Plot  of  Arsine  Cracking  (pressure)  vs.  Temperature 


TEMPERATURE  IN  DEGREES  C 


Figure  4-2  Oscilloscope  Trace  of  Uncracked  Arsine 
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from  [100]  toward  [110].  The  gallium  oven  was  set  at  1000°C,  the  arsine 

cracking  furnace  at  1050°C,  and  the  substrate  temperature  at  650°C.  The 

usual  precaution  of  keeping  a  constant  stream  of  arsenic  focused  on  the 

substrate  at  temperatures  above  400®C  was  followed.  Background  beam 

-9  -7 

fluxes  for  Ga  and  As  were  1.8  x  10  and  2.5  x  10  respectively. 
Shutter-open  fluxes  were  1.65  x  10“^  for  Ga  and  4.0  x  10“^  for  As.  The 
growth  run  was  for  6  hrs.  Figure  4-4  Is  a  microphotograph  of  the 
sample's  edge  under  800  power  magnification,  which  the  growth  on 

this  area  of  the  sample  to  be  approximately  5  microns.  The  growth  was 
not  uniform  over  the  surface  of  the  sample  however.  Figure  4-5  Is  a 
composition  microphotograph  of  the  sample  en-face  at  a  magnification  of 
800  In  growth  and  non-growth  areas  respectively.  The  large  droplets 
visible  on  the  surface  are  probably  gallium  droplets,  since  gallium  Is 
liquid  at  near  room  temperatures.  The  growth  Is  obviously  polycrystal- 
llne. 

An  Auger  analysis  of  the  surface  of  sample  193  (Figure  4-6)  showed 
the  surface  to  be  arsenic  rich,  a  result  which  has  not  yet  been  brought 
•  Into  full  consonance  with  other  tests  run  on  the  sample,  but  is  probably 
due  the  poly crystal line  morphology  of  the  surface.  Table  III  sunmarlzes 
the  results  of  the  sample's  Hall -Effect  measurements.  For  comparison. 
Table  IV  Is  a  summary  of  the  Hall  measurements  of  sample  192  which  was 
grown  using  a  solid  source  of  arsenic.  C-V  profiling  could  not  be  done 
because  the  sample  was  not  sufficiently  monocrystalline  to  allow 
analysis  using  the  laboratory's  equipment.  The  photoluminescent  studies 
made  of  the  sample  were  not  very  Illuminating  (no  pun  intended),  showing 
only  a  broad,  non-resol ved  spectral  band,  confirming  the  polycrystalline 
nature  of  the  sample. 


Figure  4-4  Microphotograph  of  Sample  193  In  Profile 


Growth  Area 


Non-growth  Area 


Figure  4-5  Composition  Microphotograph  of  Sample  193 


4-6  Auger  Analysis  of  Sample  193  (Beam  Energy  9KeV) 
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erature:  77K,  Thickness:  7  Microns 


Calculated 


In  an  effort  to  obtain  better  nucleation.,  the  following  parameters 
were  changed  for  sample  194:  1)  The  AsH^  cracking  temperature  was 
reduced  to  850°C,  and  2)  The  substrate  temperature  was  reduced  to  580°C. 
In  each  case  the  change  was  made  to  Increase  the  amount  of  arsenic 
available  for  nucleation. 

Unfortunately,  the  results  for  sample  194  showed  much  the  same 
polycrystalllne  morphology  evident  in  sample  193.  If  any  progress  had 
been  made.  It  was  In  the  uniformity  of  the  growth  pattern.  The  entire 
face  of  the  crystal  had  a  light,  milky  appearance,  characteristic  of  a 
gallium-rich  polycrystalline  surface.  Extensive  analysis  of  sample  194 
proved  to  be  of  little  value.  It  was  not  known  at  the  time,  but  by  the 
end  of  run  194,  the  graded  seal  of  the  cracking  furnace  was  probably 
already  in  the  advanced  stages  of  devitrification.  Several  clues 
stirred  our  suspicions  that  the  problems  we  were  having  didn't  all  stem 
from  setting  Incorrect  parameters.  First,  insplte  of  multiple 
degassings,  the  PGA  seem  to  indicate  that  the  rate  of  cracking  in  the 
furnace  was  decreasing,  and  this  was  happening  uniformly  over  all 
temperatures.  Second,  the  adjustments  we  had  made  in  the  growth 
parameters  should  have  had  a  much  more  dramatic  effect  on  the  gallium  to 
arsenic  flux  ratio  and  thus  on  the  surface  morphology  than  was  evident. 

Sample  195  was  not  unlike  the  two  samples  which  preceded  it,  except 
In  one  Important  way.  At  the  conclusion  of  the  run  sample  195  was 
viewed  In  white  light  through  one  the  viewports.  It  looked  polycrystal¬ 
llne,  like  the  other  samples,  but  it  had  a  grayish  hue.  Our  suspicions 
about  possible  oven  failure  were  confirmed  when  AES  analysis  showed  an 
Inordinate  amount  of  silicon  on  the  surface.  See  Figure  4-7. 
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Sample  196.  Only  one  sample  has  been  grown  to-date  using  the  helix 
cracking  furnace.  While  not  all  of  the  analytical  results  have  been 
received  at  this  point*  it  is  known  that  the  growth  is  non-uniform  * 
(possibly  due  to  the  high  directionality  of  the  design),  and  that  it  is 
likely  to  be  highly  polycrystalline.  Further  results  will  be  added  as 
Appendix  E.  • 


I 

V.  Conclusions  and  Recommendations  for  Further  Study 

Though  we  were  not  successful,  as  yet.  In  growing  GaAs,  or  even  In 
establishing  the  parameters  for  uniform  nucleation,  considerable  pro¬ 
gress  has  been  made  In  marking  the  path  for  further  study.  Urgently 
needed  is  a  better  understanding  of  arsine  cracking.  Neither  Calawa  nor 
Panish  (Ref  27)  have  provided  us  with  enough  information  to  firmly 
establish  what  the  cracking  mechanism  is.  Is  it  primarily  thermal 
dissociation  that  is  responsible  for  the  cracking  of  arsine,  or  is  it  a 
catalytic,  or  perhaps  a  photolytic  process?  The  answers  are  certainly 
not  clear.  The  results  we  have  achieved,  with  each  furnace,  suggest 
that  thermal  cracking  alone  may  not  provide  sufficient  Asj  or  Asg  for 
quality  MBE  growth.  A  slight  modification  in  the  design  of  the  cracking 
furnace  to  incorporate  a  tantalum  wire  down  its  bore  would  help  shed 
light  on  this  question.  Furthermore,  if  the  wire- could  be  connected 
across  one  of  the  heating  terminals  and  ground,  it  would  allow  the  Ta 
wire  to  be  heated  Independently  of  the  cracking  furnace. 

Other  improvements  in  design  might  incorporate  a  way  to  measure  the 
drop  in  pressure  across  the  leak  valve.  It  As  certainly  possible  that 
the  instabilities  observed  in  the  cracking  pattern  of  arsine  at  higher 
mass  flow  rates  were  due,  in  part  or  whole,  to  supersonic  flow  of  the 
arsine  gas  through  the  furnace.  This  conclusion  seems  to  be  borne  out 
by  the  highly  focused  growth  pattern  of  sample  196.  Professor  Steven¬ 
son,  et  al,  reported  In  their  article  (Ref  28)  having  observed  a  de¬ 
crease  In  beam  Intensity  as  the  temperature  was  Increased  In  a  hydrogen 
furnace  where  a  gas  was  being  leaked  through  a  small  orifice  into  UHV 
conditions.  They' ascribe  this  decrease  in  beam  density  to  both -a 
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decrease  In  gas  density  inside  the  furnace  and  to  supersonic  flow. 
Further,  they  make  the  claim  that  the  maximum  axial  Mach  number  is 
greater  than  10.  Surely,  if  the  flow  rates  Inside  our  cracking  furnace 
are  even  an  order  of  magnitude  smaller,  then  arsine  molecules  spend  so 
little  time  in  the  heated  area  of  the  furnace  they  may  not  have  reached 
their  dissociation  temperature.  Unfortunately,  this  is  merely  specu¬ 
lation.  What  is  certain  is  that  the  cracking  pattern  observed  by  the 
PGA  was  primarily  a  function  of  flow  rate  through  the  helical  cracking 
furnace,  and  not  a  strong  function  of  temperature.  A  return  to  a 
furnace  design  more  like  the  first  one,  perhaps  with  more  than  three 
baffle  plates,  is  a  step  that  should  be  taken  to  see  if  this  was  due  to 
cracking  furnace  geometry  or  to  the  cracking  mechanism  itself. 

Another  area  of  interest  is  the  presence  of  As2  and  As4  as 

products  of  arsine  cracking.  Calawa  indicates  in  his  work  that  the 

dimer  and  the  tetramer  are  present  In  significant  amounts  when  arsine  is 

cracked.  He  speculates  that  recombination  may  be  responsible  for  the 

high  levels  of  these  species.  We  found  no  trace  of  either  As2  or  As4 

with  the  first  cracking  furnace.  The  second  furnace  did  show  a  small 

-12 

trace  of  As2,  but  only  by  using  the  very  highest  gain  level  (10  )  of 

the  PGA.  Figure  5-1  is  an  oscilloscope  trace  which  shows  the  presence 
the  As2  species.  No  trace  of  As^  was  ever  detected.  This  result  is 
surprising,  and  demonstrates  again  that  the  cracking  mechanisms  are 
poorly  understood  at  present. 

Perhaps  a  laser  could  be  used  to  Investigate  AsH^  cracking  under 
UHV  conditions,  in  a  manner  similar  to  the  method  described  in  reference 
19,  where  a  laser  operating  at  193  nm  is  used  to  dissociate  arsine.  A 
primary  difficulty  Is  the  small  molecular  cross  section  of  each  species 
under  UHV  conditions. 
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Knudsen-Cel 1  Effusion 


A  list  of  symbols  pertaining  to  Knudsen  cell  effusion  (equation  4  from 
the  text)  and  their  meanings  follows: 

i  2 

•  -  p/[2  mkT]*tf  molecules/cm  -sec  (4) 

*  *  flux  out  In  molecules  per  cm  -sec 
p  ■  partial  pressure- (1  atm  =  1.013246x10®  ergs/cm3) 

T  *  temperature  in  the  cell 

m  *  mass  of  the  element-  m  *  M(atom1c  wt.  in  amu)(1.65979xl0"24grams/amu) 
k  -  1.38062xl0"16  ergs/°K 
»  «  3.1415927 
An  example  calculation: 

^  «  69.72  amu  *  1.1572xl0”22  grams. 

[2w^ak]i  -  6.33662xl0"19 

p  ■  1.31578xl0"^atm[l. 013246x10®  ergs-cm“3/atm]  » 

1  Torr  ■  1.33322x10"®  ergs/cm3  (or  dynes/cm2) 

•  -  13333. 2184/[6.33662x10"19][T*]  »  2.10xl021/T*  m/cm2-sec 

See  page  63  for  plot  of  temperature  vs.  flux  (Ref  RCA  Review  June  1969, 
pp.  285-305). 


TEMPERATURE  (degrees  Kelvin) 


Equations  for  Hall  Measurements 


For  the  Hall-bar  confiquration  the  following  equations  are  appropriate: 


pn  *  1/an  *  Ex/jnx  =  (Vx^^x/yz^  *  yx?z/lxx  ohm’cm 


ynH  “  Rn  n  *  (ytjnxB/c])jnx/Ex  *  (K^/BHy/V^ )  c»n2/V-sec  (2) 


nu  *  1/R„e  «  [J„vB/c]/eE  =  6.25xl010  IB/V  z  cm*3 
n  n  fiA  y  y 


where  x  and  y  are  defined  in  the  figure  below  and  z  is  the  sample 
thickness.  X,y  and  z  are  In  cm.  The  final  units  are  practical  units, 
l.e.  volts,  (V),  amps,  (I),  and  B  (gauss).  R  is  the  Hall  coefficient 
V  uls  the  mobility,  a  is  the  conductivity,  nC  is  the  density  of  the 
charge  carriers,  V  Is  the  Hall  voltage,  and  the  other  symbols  have 
their  usual  meanings. 


Calibration  of  Arsine  Monitor 


Ollute  N2 

Tube  Scale 

Standard  AsHj 

Tube  Scale 

Diluted  AsH^ 

Time  to 

Llters/mln 

Reading 

(6  PPm) 

Reading 

■H 
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0 
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1 
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31  secs 

0 
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67  secs 
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60  secs 
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35 
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106  secs 

.90 
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.10  Set  3 
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112  secs 

.90 
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35 
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105  secs 

.95 
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.05 

21 

0.3 

296  secs 

.95 

140 

.05  Set  4 

21 

0.3 

277  secs 

.95 

140 

.05 

21 

0.3 

274  secs 

Average  Time  to  respond:  Set  1  ■  27  secs 

Set  2  *  63  secs 
Set  3  *  108  secs 
Set  4  *  282  secs 

Arsine  Monitor  first  calibrated  on  19  Aug  1982. 
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Appendix  D 

Detailed  Emergency  Procedures  for  Operation  of  Arsine  Gas  Manifold 
And  Cracking  Furnace  System  with  the  MBE  360 

Note:  Two  operators,  who  aVe  thoroughly  checked-out  on  the  operation  of 
the  system,  will  always  be  present  In  the  MBE  Lab  when  Arsine  is  being 
used.  One  will  be  designated  the  Principal  Operator  (PO)  and  the  other 
will  be  the  Assistant  Operator  . 

I.  If  the  arsine  monitor  alarm  sounds  and  there  is  no  definite  in¬ 
dication  of  a  significant  or  massive  arsine  gas  leak  into  the  laborato¬ 
ry,  the  PO  and  AO  will  perform  the  following  emergency  procedures: 

a.  If  not  already  wearing  one  of  the  Portable  Breathing  Units 
(PBU's)  the  PO  and  AO  will  go  immediately  to  the  MBE  lab  entrance  and 
each  will  each  quickly  don  one  of  the  Scott-Ai r-Pak  units  (air  tank, 
mask  and  regulator)  which  are  located  on  the  wall  at  the  entrance  to  the 
lab,  and  will  adjust  these  units  for  normal  breathing  conditions. 

b.  While  wearing  PBU's,  the  PO  and  AO  will  then  order  and  direct 
the  evacuation  of  all  personnel  from  the  immediate  area  of  room  0112 
(the  MBE  lab  and  the  VPE  lab)  and  rooms  111  and  110.  Personnel  will  be 
evacuated  from  the  lab  to  a  point  of  safety.  (Preferred  exit  route  Is 
through  D-WIng  to  E-Wing).  If  anyone  in  the  lab  is  Incapacitated  for 
any  reason.  It  will  be  the  responsibility  of  the  PO  and  AO  to  assist  or 
carry  such  persons  from  the  laboratory  to  a  point  of  safety  outside  the 
lab  and  then  to  summon  medical  attention. 
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c.  Once  all  personnel  have  been  evacuated  from  the  Immediate  area 
of  room  112,  the  arsine  system  will  be  shut  down.  While  still  wearing 
PBU's,  and  with  the  AO  standing  by,  the  PO  will  move  Into  the  M8E  lab, 
open  the  door  on  the  secondary  containment  box  (SCB)  and  turn  off  the 
main  valve  on  the  arsine  bottle. 

d.  Once  the  arsine  tank  Is  turned  off,  and  all  other  personnel 

have  been  evacuated  from  the  area  of  room  0112,  the  PO  will  attempt  to 
determine  the  cause  of  the  gas  alarm  and/or  the  origin  of  the  arsine 
leak.  The  PO  will,  1)  clear  and  reset  the  arsine  monitor  (advance  the 
tape  drive  and  check  the  tape  to  Insure  It  Is  functional,  clean  and  not 

expended).  If  the  monitor  Is  functional,  and  If  a  second  alarm  sounds 

after  resetting  the  monitor,  the  PO  will,  2)  purge  the  arsine  manifold 
with  high  purity  Hg,  fed  through  the  manifold  and  exiting  through  the 

arsine  bleed  line  to  the  roof.  (At  this  point  the  AO  will  check  to  see 

that  all  fume  hoods  and  room  exhaust  fans  In  the  lab-are  operating 
properly).  The  PO  will,  3)  again  clear  and  reset  the  arsine  monitor. 

If  no  alarm  sounds,  the  area  Is  clear  of  arsine  and  safe  for  the  return 
of  personnel.  -Personnel  can  be  summoned  to  return  to  their  work  areas. 
If,  on  the  other  hand,  a  3rd  alarm  sounds  procedures  of  paragraph  II 
will  be  followed. 

II.  If  a  massive  arsine  leak  Is  known  or  suspected  the  PO  and  the  AO 
will  Immediately  evacuate  all  personnel  In  D-WIng.  They  shall  alert  the 
fire  department  by  the  fastest  means  available.  If  time  permits  the  PO 
and  AO  will  remove  the  portable  breathing  units  from  D-112,  close  and 
seal  the  door.  Portable  breathing  units  will  be  donned  as  soon  as 
possible. 


Appendix  E 


Characterization  Analysis  of  Samples  196- 
An  analysis  of  sample  196  showed*  In  fact,  that  it  was  highly 
polycrystaline.  Little  or  no  nucleation  was  evident.  Further  analysis 
showed  much  the  same  results  as  sample  193*  and  therefore*  the  results 
are  not  repeated  here. 

Further  samples  were  not  grown  with  the  cracking  furnace  as 
described  in  Chapter  III.  Modification  of  the  helical  furnace  to 
Include  a  tantal urn  wl re  along  the  center  of  the  bore  of  the  furnace,  as 
suggested  In  Chapter  V,  showed  a  dramatic  Improvement  in  the  efficiency 
of  arsine  cracking;  and  samples  grown  subsequently  show  good  nucleation 
But  this  is  a  subject  for  another  thesis. 
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products  ot  arsine  craciung.  caiawa  indicates  in  ms  woric  tnat  tne 

dimer  and  the  tetramer  are  present  In  significant  amounts  when  arsine  Is 

cracked.  He  speculates  that  recombination  may  be  responsible  for  the 

high  levels  of  these  species.  We  found  no  trace  of  either  As2  or  As^ 

with  the  first  cracking  furnace.  The  second  furnace  did  show  a  small 
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trace  of  As2,  but  only  by  using  the  very  highest  gain  level  (10  )  of 

the  PGA.  Figure  5-1  Is  an  oscilloscope  trace  which  shows  the  presence 
the  As2  species.  No  trace  of  As^  was  ever  detected.  This  result  Is 
surprising,  and  demonstrates  again  that  the  cracking  mechanisms  are 
poorly  understood  at  present. 

Perhaps  a  laser  could  be  used  to  investigate  AsH^  cracking  under 
UHV  conditions,  in  a  manner  similar  to  the  method  described  in  reference 
19,  where  a  laser  operating  at  193  nm  is  used  to  dissociate  arsine.  A 
primary  difficulty  Is  the  small  molecular  cross  section  of  each  species 
under  UHV  conditions. 


